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T-117  TsAGI  is  a  large  hypersonic  blowdown  arc  heater  wind  tunnel.  A  schematic 
diagram  of  the  tunnel  is  shown  in  Fig.  1. 

The  facility  is  provided  with  two  interchangeable  electrical  arc  heaters  with  a  maximum 
power  of  25  and  2,5  megawatts.  The  first  heater  is  a  two  arcs  heater  and  the  second  one  is  a  one 
arc  heater.  The  supply  air  is  heated  between  coaxial  electrodes  by  an  electric  arc  rotated  in  a 
magnetic  field. 

There  are  available  a  set  of  axisymmetric  contoured  nozzles  with  anexit  diameter  of  1  m. 

A  twenty  one-finger  Pitot  rake  is  used 
to  investigate  test  section  flow  fields. 

The  test  section  is  designed  as 
an  Eiffel  chamber  and  equipped  with 
two  model  support  systems.  The  first 
system  permits  model  injection  to  the 
flow  and  either  pitch  or  yaw  model 
motions.  The  pitch  mechanism  allows 
a  motion  either  from  -5°  to  50°  or 
from  -30°  to  25°  and  yaw  mechanism 
-  from  -30°  to  30°.  It  is  possible  to 

Fig.  1 .  Sketch  of  T-117  TsAGI  wind  tunnel.  1  -  arc  heater;  change  model  oangularo  Position  either 
2  -  nozzle;  3  -  test  section;  4  -  diffuser;  5  -  heat  exchanger;  by  stePs  of  1  ,  2  ,  3  and  5  or  by 
6  -  vacuum  tank;  7  -  vacuum  isolation  valves;  8  -  ejectors;  continuous  motion  with  the  rate  of  0.9 

9  -  subsonic  diffuser;  10  -  exhaust  stack.  or  1.7  degrees  per  second.  The  second 

model  support  system  is  used  for  heat 
transfer  investigations  and  provides 
fast  model  injection  without  any 
changes  of  model  angular  position 
during  run. 

The  maximum  model  size, 
which  can  be  tested,  is  largely 
depended  on  the  model  geometry  and 
the  test  conditions  such  as  Mach 
number  and  angle  of  attack.  The 
maximum  model  length  and  wings 
span  are  restricted  to  1  m  and  0,4  m 
correspondingly. 

The  test  section  has  optical 
quality  windows  and  ports  to  allow 
flow-field  visualization  or  direct 
20  M  photography.  Standard  IT-228 

interferometer  is  provided  as  a  part  of 

Fig.  2.  The  operating  envelope  for  T-l  17  TsAGI  the  facility  instrumentation. 
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The  operating  time  is  restricted  to  approximately  one  or  three  minutes  depending  on  an 
exhaust  system  in  use  (vacuum  tank  or  four-stage  ejector). 

Currently  available  aerodynamic  capabilities  of  T-117  TsAGl  for  aerodynamic  testing  are 
summarized  in  table  below. 

Capabilities  of  T-117  TsAGl  for  aerodynamic  testing.  (AM/M)  r-  core  flow  radial  variation, 
(AM/M)  L=im  -  variation  of  Mach  number  along  the  centerline  of  the  flow  at  the  distance  of  1  m. 


Nozzle 

1 

2 

3 

4 

5 

6 

7 

M 

8.3 

10.5 

11.6-12.0 

13.7-14.0 

15.4-15.5 

15.6-17.0 

17.6-18.6 

ReimT06 

2.4-8. 5 

1. 6-4.3 

0.51-1.24 

0.37-0.85 

0.4-0. 5 

0.11-0.41 

0.1-0.21 

Po-ltPjPa 

13-45 

38-100 

46-103 

45-100 

100-106 

57-200 

72-154 

To,  K 

770-900 

1100-1800 

1700-2000 

1740-1950 

2290-2920 

2180-2900 

2290-3430 

Core,  m 

0.68-0.7 

0.6-0.66 

0.38-0.42 

0.5-0.55 

0.5 

0.45-0.5 

0.4-0.45 

(AM/M)  R 

±1% 

±1% 

±1% 

±1.5% 

±1.2% 

±1.1% 

±1.5% 

(AM/M)  L=lm 

-1% 

-1% 

+1% 

+1% 

- 

-1% 

-1.9% 

The  operating  envelope  of  the  T-116  and  T-117  TsAGl  with  respect  to  “Buran”  reentry 
trajectory  is  shown  in  Fig.  2. 

Test  section  flow  field  investigation  and  validation  tests  on  the  model  with  well-known 
aerodynamic  characteristics  must  be  done  before  any  tests  on  the  models  at  any  new  operating 
regime.  To  estimate  quality  of  the  flow  axial  and  radial  Pitot  pressure  distributions  are 
measured  with  Pitot  pressure  rake  during  calibration  runs.  The  vertical  Mach  number 
distribution  at  380  mm  downstream  of  the  nozzle  exit  for  all  available  test  regimes  (see  Table) 
is  shown  in  Fig.  3. 

T-117  facility  became  operational  at  1979.  A  considerable  amount  of  testing  was 
performed  up  to  date  on  models  of  different  configurations.  There  were  investigations  of: 

•  total  aerodynamic  characteristics  and  loads  on  the  model  elements 

•  surface  pressure  distribution 

•  surface  heat  transfer  rate  distribution  with  phase  change  paints  and  transducers 

•  schlieren  and  interferometry  flow  field  visualization 

•  surface  streamline 

visualization  Y.mmn - 

Examples  of  some 
experimental  results  will  be 
done  below. 

The  facility  is  provided 
with  a  set  of  six-component 
strain-gage  balances  for  wide 
range  of  loads.  They  was  used 
for  total  aerodyna  mic  charac¬ 
teristic  measurements  of  “Bu- 
ran”  models  in  series  of  inves¬ 
tigation  programs.  Figure  4 
shows  lift  to  drag  ratio  for 
“Buran”  reentry  trajectory. 

Comparison  of  ground  test  fa¬ 
cility  data  and  flight  data 
shows  a  good  agreement. 
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Fig.  5.  Schlieren  patterns  of  “Buran”  model  at  angle  of  attack  a=3°  and  a=42°. 


Fig.  6.  Pressure  coefficient  distributions  on  the  windward 
symmetry  plane  of  the  reentry  vehicle. 


Traditionally,  flow  field 
visualization  supports  balance 
testing.  Figure  5  shows  an 
example  of  schlieren  patterns 
obtained  during  balance  test  of 
“Buran”  at  M=10.5.  You  can  see 
bow  shock  impinging  on  the 
cabin  at  angle  of  attack  a=3°  and 
the  shocks  interaction  near  the 
body  flap  at  a  =  42°. 

Steel  models  with  pressure 
transducers  inside  are  used  for 
pressure  distribution  measure¬ 
ments.  Test  duration  is  about  2 
seconds  to  avoid  transducer  heating. 
Pressure  tube  from  the  surface 
orifice  to  the  transducer  must  be  as 
short  as  possible  due  to  low  pressure 
levels  on  the  body.  Pressure 
coefficient  dis-tributions  on  the 
windward  symmetry  plane  of  the 
reentry  vehicle  with  body  flap  angle 
of  10°  are  shown  in  Fig.  6. 
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Phase  change  paints  [1],  surface 
thermocouples  and  calorimeters  are 
used  for  heat  transfer  investigations  on 
the  model  surface.  A  heat  transfer  rate 
distribution  obtained  by  phase  change 
paints  technique  on  the  windward 
symmetry  plane  of  the  blunted  cone  at 
the  angle  of  attack  of  30°  is  show  in 
Fig.  7.  The  same  model  was  tested 
without  and  with  turbulator.  Figure  7 
illustrates  that  transition  occurred 
immediately  after  turbulator. 

When  the  phase  change  paints 
technique  is  used  simultaneously  with 
surface  streamline  visualization  it  be¬ 
comes  possible  to  understand  the  pecu¬ 
liarities  of  heat  transfer  on  the  model 
surface  more  completely  [1],  To  obtain 
the  surface  streamline  pattern,  a  large 
number  of  discrete  drops  of  visualizing 
composition  are  applied  to  the  metal 
model.  They  left  tracks  under  the  flow 
on  the  model  surface.  Regions  of 
boundary  layer  separation  and  reat¬ 
tachment,  lines  of  divergence  and  con¬ 
vergence  can  be  found  from  analysis 
of  surface  streamline  pattern.  Fig.  8 
shows  such  pattern  obtained  at  the 
nose  of  reentry  vehicle. 


Fig.  7.  Heat  transfer  rate  distribution. 


Fig.  8.  Surface  streamline  pattern. 


Fig.  9.  Model  for  local  heat  transfer  investigation. 
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Fig.  10.  Heat  transfer  coefficient  distributions. 

For  local  heat  transfer  investigation  on  the  tile  structure  of  “Buran”  [1],  the  model  of  nose 
part  (scale  1:15)  has  been  used,  Fig.  9.  One  of  the  regular  tiles  on  the  windward  surface  was 
equipped  with  the  surface  thermocouples.  For  investigation  of  effect  of  a  tile  falling  out,  one  of 
the  tiles  was  removed  and  cavity  was  equipped  with  thermocouples,  too. 

Tests  were  performed  at  Mach  number  M®  =  13.7,  Reynolds  number  Reoo,L  =  1.2xl06  and 
model  angle  of  attack  a=34°.  Relative  heat  transfer  coefficient  distributions  on  the  outer  surface 
of  regular  tile  and  cavity  are  presented  in  Fig.  10.  Relative  heat  transfer  coefficient  h/href  (href- 
on  the  middle  of  regular  tile  surface,  a  =10  mm  is  the  tile  length)  on  the  regular  tile  is 
monotonous  enough,  but  some  heat  transfer  rise  takes  place  on  the  leading  and  rear  tile  edges. 
On  the  cavity  surface,  heat  transfer  distribution  is  non-monotonous.  On  the  cavity  back  wall  and 
directly  behind  rear  edge,  value  of  h/href  exceeds  1  essentially.  This  is  due  to  a  free  shear  layer 
incidence  to  these  regions. 
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